Total shoulder arthroplasty (TSA) short stem revision outcome shoulder arthritis
Background: Humeral stem length in anatomic total shoulder arthroplasty (TSA) continues to decrease in an attempt to preserve bone. Outcomes following short-stem TSA are not well documented. The purpose was to systematically review and report the outcomes and revisions following short-stem humeral implants for TSA. Methods: A systematic review was registered with PROSPERO and performed with PRISMA guidelines using 3 publicly available free databases. Therapeutic clinical outcome investigations reporting TSA outcomes of short-stem implants with levels of evidence I-IV were eligible for inclusion. All study, subject, and surgical technique demographics were analyzed and described. Results: Thirteen studies were included (average follow-up: 33 months, range 24-84 months; 8 studies [62%] were multicenter and 6 [46%] were from Europe). All studies were published in the last 8 years, and almost all (12/13, 92%) reported results of uncemented components. Most of the studies (9/13, 70%) reported results from the Aequalis Ascend or Ascend Flex Stem (Tornier). Improvements were seen in all measured range of motion planes and patient-reported outcome scores. Complications were infrequent, with a 2% humeral loosening rate, a 3% overall revision rate, and a 1% rate of revision for aseptic humeral loosening. Radiographic results showed a 13% rate of radiolucent lines, a 16% rate of condensation lines, and a 22% rate of calcar osteolysis. Conclusion: Short-stem TSA humeral implants provide excellent results, with low revision rates in the short term. Long-term follow-up will be necessary to understand the clinical impact of radiographic calcar osteolysis.
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Total shoulder arthroplasty (TSA) has become an effective treatment for glenohumeral arthritis in patients who have failed nonoperative management and have an intact, functioning rotator cuff. Outcomes following TSA have generally been very encouraging, with significant improvements seen in range of motion and clinical outcome scores. 9, 12, 13 Unfortunately, despite these overall good results, there are still several complications that can occur in patients undergoing TSA. These complications can be broken down into intraoperative (fracture of the humerus or glenoid) and postoperative (humeral stem loosening, glenoid loosening, traumatic humeral fracture, dislocation, rotator cuff tears, and others). In an effort to improve outcomes and mitigate complications, modifications to components used in TSA have occurred on both the glenoid and humeral side over the past 10 years. 17 One of these modifications was to shorten the humeral stem to preserve bone stock and minimize or eliminate some of the complications associated with longer stems, including humeral fracture, bone loss, stem loosening, stress shielding, and others. 1, 17, 18, 20, 34 With the shift to shorter stems, many implants also have altered geometries and incorporated porous coatings or grit blasting to improve fixation.
No institutional review board approval was required for this systematic review.
Therefore, the purpose of this study is to systematically review the available English literature and report the clinical and radiographic outcomes as well as revision rates following short-stem humeral implants for TSA. The authors hypothesize that short-stem humeral implants will afford patients excellent clinical outcomes with low revision rates.
Methods
A systematic review was conducted according to the Preferred Reporting Items for Systematic reviews and Meta-Analyses (PRISMA) guidelines using a PRISMA checklist. 25 Systematic review registration was performed using the PROSPERO International prospective register of systematic reviews (CRD42019139086). The study with longer follow-up or greater number of subjects was retained for inclusion. Level V evidence reviews, letters to the editor, basic science, biomechanical studies, imaging, surgical technique, and classification studies were excluded. A total of 1308 studies were located, and after implementation of the inclusion criteria, 13 studies were included in the final analysis (Fig. 1) . 2, 4, 9, 10, 14, 16, 27, 28, [30] [31] [32] [33] 36 Patients of interest in this systematic review underwent anatomic shoulder arthroplasty and had a minimum 2-year follow-up. Study and subject parameters analyzed included year of publication, years of subject enrollment, presence of study financial conflict of interest, number of subjects and shoulders, sex, age, implant, length of follow-up, treatment of 
Statistical analysis
To avoid excess bias for any single study, we did not perform any grouped analysis for variables in which fewer than 3 studies reported any single variable. For categorical variables, pooling was performed across studies to determine overall complication rates. For continuous variables, weighted means and standard deviations were calculated. All analyses were conducted in Excel X (Microsoft, Redmond, WA, USA) and SPSS, version 25 (IBM, Armonk, NY, USA).
Results
Of the 13 studies included, most (11/13, 85%) authors reported a relevant conflict of interest (Table I) . Most studies were Level III or IV (12/13, 92%) multicenter (8/13, 62%) studies, with a relatively even split between Europe (6/13, 46%) and North America (7/13, 54%). Most results were short-term, with a minimum of 2 years' follow-up and a weighed mean of 33 months' follow-up (range 24-84 months). Demographics are reported in Table I . All studies were published in the last 8 years and almost all (12/13, 92%) reported results of uncemented components. Most of the studies (9/13, 70%) reported results from the Aequalis Ascend or Ascend Flex Stem (Tornier, Memphis, TN, USA).
The following variables were not analyzed because fewer than 3 studies reported them: the Disabilities of the Arm, Shoulder, and Hand score, the UCLA Shoulder Score, the Subjective Shoulder Value score, and operative time. Improvements were seen in all measured range of motion planes and patient-reported outcome scores (Table II) . Complications were infrequent, with a 2% humeral loosening rate, a 3% overall revision rate, and a 1% rate of revision for aseptic humeral loosening (Table III) . However, radiographic results were concerning, with a 13% rate of radiolucent lines, a 16% rate of condensation lines, and a 22% rate of calcar osteolysis.
Discussion
Anatomic TSA is an effective treatment for patients with glenohumeral arthritis. This study found excellent results following TSA using short-stem implants, with a low revision rate. There were, however, some concerning radiographic findings of unknown clinical significance.
Although results following TSA are generally good, complications, although infrequent, can be a significant cause of pain and disability to these patients. One of the complications from TSA, either intraoperatively or postoperatively, is a periprosthetic humerus fracture. 15, 40 The literature reports the incidence of intraoperative humeral fractures in TSA to be approximately 1.5%, whereas the incidence of postoperative periprosthetic humeral fracture following TSA is between 0.7% and 2.3%. 1, 20, 34 No patients included in this study sustained an intraoperative humerus fracture. This is likely a result of less aggressive reaming and broaching techniques and new, concerted efforts not to oversize the stem with short-stem implants. Interestingly, the radiographic results did not mention any significant number of implants placed in malalignment, specifically in varus, which is one of the concerns with the short stem. Meticulous surgical technique of avoiding oversizing the implant and avoiding placing the implant in varus can help optimize a patient's outcomes following TSA with a shortstem implant.
10,32
A second complication, although uncommon, that can occur following TSA is loosening of the humeral stem. 17 Although loosening of the glenoid is a much more common complication, loosening of the humeral stem too can occur. The United States Food and Drug Administrationemandated Manufacturer and User Facility Device Experience database released a report regarding the causes of failure following TSA and found that loosening of the humeral stem made up 5.8% of all complications following TSA (problems with the glenoid were significantly more common and accounted for 20.4% of the failures). 35 Of all the patients included in this study, only 2% developed loosening of the humeral stem, which is similar to previous reports on longer-stem implants. 5 Furthermore, despite a low rate of humeral component loosening, there was a 22.7% rate of calcar osteolysis in this study on short humeral stems. Prior studies have reported calcar osteolysis rates of 31% at 2 years and up to 64% at 4 years in traditional-length stems. 9, 11 However, to date, there has not been a clear correlation between calcar osteolysis and symptomatic humeral loosening. Although the radiographic feature is concerning, it is unclear how clinically relevant this finding is from a functional perspective. The decreased humeral stem loosening rate, but significant amount of calcar osteolysis, with short-stem implants may be related to newer implant designs with grit blasting or porous coating leading to improved bony ingrowth. 28, 39 This could also be due to improved techniques used in prior studies on long-stem components, translated to short-stem components on implantation of the humeral stem by impaction bone grafting of any concerning areas proximally. 7, 26 Finally, this decreased loosening rate could be due to improved management of the subscapularis, which can afford improved mechanics and stability to the humerus. 3, 8, 21 It is unclear what the ideal management of the subscapularis is when performing a TSA (peel, tenotomy, lesser tuberosity osteotomy [LTO]). 21, 22 Most of the studies in the literature comparing subscapularis peel to LTO were performed in traditional-length humeral implants, although the results are equivalent between techniques. 21, 22, 24 With shorter stem and now stemless implants, there is potentially less room for error when performing an LTO, as taking a deep chunk of bone from the lesser tuberosity runs the risk of compromising fixation proximally for the humeral stem (a wafer osteotomy does not have this risk). 23 As there is no distal fixation in short-stem implants, this can pose a problem in short-stem implants and requires a meticulous surgical technique, although no high-quality studies have evaluated this to date. This could be one of the reasons only 20% of patients included in this review underwent an LTO compared with 54% who underwent soft tissue subscapularis management with either a peel or tenotomy. Regardless, subscapularis tenotomy and peel were more common in patients undergoing short-stem TSA in this study than LTO. Similar concerns, only potentially amplified, could extend to stemless devices. Although the loosening rate in this study was low, there were some concerning radiographic findings reported, including calcar osteolysis, condensation lines, and radiolucent lines. These findings are consistent with prior studies of both short-and long-stem implants, although the clinical significance of these findings remains unclear. Raiss et al 29 reported on a series of 67 press-fit (noncemented) short-stem implants with a 5.5-year follow-up and found that 57% of patients demonstrated a radiographic radiolucent line. However, none of these patients required a revision for aseptic loosening of the humeral stem. Similarly, Khan et al 19 reported 10-year follow-up on 39 shoulders with cemented humeral stems and found a radiolucent line in 50% of patients. Consistent with the prior study, no patients necessitated a revision for aseptic humeral loosening. Hence, the clinical significance of the radiographic findings seen in this study remain unknown and may be of no clinical consequence. Longer-term outcome studies are necessary to determine if these radiographic changes are simply adaptive, if they become pathologic and require treatment, or if they will complicate future revisions.
Limitations
This study is a review of the literature of mostly Level III and IV studies, and as such is subject to the limitations of each individual study. Although this study reported outcomes on short-stem implants with minimum 2 years' follow-up, it did not directly compare these results to long-stem implants as a great deal of heterogeneity exists in the literature regarding long-stem implants. Many of the patients included in this study were operated on by high-volume, experienced shoulder surgeons, so it is possible the results are not translatable to all orthopedic surgeons who perform shoulder arthroplasty. Studies reported radiographic outcomes based on their own criteria to determine loosening, components at risk, etc. Therefore, it is possible that variation exists in this area between studies. Furthermore, the average length of follow-up for all patients included in this study was just over 30 months. Longerterm follow-up studies are necessary to follow the radiographic changes reported in these studies to understand if these become clinically significant or remain clinically silent.
Conclusion
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